Semiautomated fabrication of a custom orbital prosthesis with 3-dimensional printing technology.
The fabrication of orbital prostheses is complex and time-consuming. A virtual orbital prosthesis and its negative mold are presented by using a 3D printer. This method avoids damage to the soft tissue or patient discomfort and reduces the time and skill required to fabricate a custom orbital prosthesis.